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Funded partly by ESA to establish 
Calibration Home Base (CHB) 
for APEX
Designed for hyperspectral 
sensors similar to APEX

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Close to airfield of DLR 
Oberpfaffenhofen
Suited for bulky and heavy 
instruments up to 500 kg (incl. 
adapter)
Sensor in same position as in 
aircraft
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1. Pillar bearing instrument + adapter
2. Folding mirror
3. Assembly for geometric measurem.















Aperture 55 x 40 cm²

 










2. Small integrating sphere




















Uncertainty (k=2) 1 % in VIS
Radiometric calibration
1. Frame
2. Small integrating sphere
3. Large integrating sphere
1
23
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Absolute radiometric calibration of radiance sources
Relative radiance








1.5 % at 0.35-1.7 µm (2011)

 








1. Monochromator Oriel MS257

 
Range: 0.38–14 µm using 7 gratings

 
Uncertainty: ± 0.1 nm

 
Spectral bandwidth: > 0.1 nm 




f = 119 mm

 
Beam divergence ~ 0.8 x 8 mrad²

 
Beam cross section ~ 3 x 4 cm²
Spectral measurements
2 1
Spectral response function 
of 3 ROSIS channels 
(Harder 2008)
Spectral smile of 
ROSIS (Harder 2008)
Pixel 1 Pixel 512
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New




Range: 0.4 – 2.5 µm

 
Resolution: 3 – 7 cm-1

 




















Pulsed (not suited for scanners)










3 horizontal + 3 vertical slits

 




f = 750 mm

 
Divergences: 0.067, 0.13, 1.3 mrad

 






Across track: 0.0017 mrad

 
Along track: 0.0076 mrad
LSFs of AISA pixel no. 192
(adapted from Suhr 2008)
















































Spatial stray light  

 









3 linear polarisers 0.47 – 2.5 µm










































Spectral stray light in ROSIS
(Damm 2007)





























































Sensor ARES ROSIS AISA xxxCustomer 
System
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Summary and schedule




Bulky and heavy instruments up to 500 kg

 

















Visit: Today 13:00 – 14:15 h (4 groups; C. Schwarz, DLR)
Round-robin experiment for field spectrometers: Tuesday and 
Wednesday (4 groups; L. Suarez, RSL + C. Schwarz, DLR)
